MISSOURI DEPARTMENT OF HEALTH T L ORHOL PR AL
STATE PUBLIC HEALTH LABORATORY CUOOATH L CHIOL

DATAMASTER MAINTENANCE REPORT Jii -
Complete this report In duplicate at the time of the regular monthly preventive maintenance check, and whenever instrument
is repaired. Send copy to Department of Health; retain original in department file. NI NIy

DATAMASTER SN DATE OF INSPEGTION

D500l 7 /10 STATE twoRTER. PATROL. e/o/0?
LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
T OAD Codé ZoNe OFfred, Birerswexr Rp, 4 szasonmS ALt >l
CHECKLIST: Place a check {v) to the left of each Item it found to be satisfactory or if operating within established limits. {Write
in observed values where determined.) Unchecked itermis must be corracted before using Instrument.

[ DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

[ COMPUTER M DETECTOR
[4FROGRAM A FiLTeRs
(d-ReATERS SAMPLE CHAMBER _ T Z oG - [Frausrtz stanparp
[ FLow DETECTOR o [caLisrATION |
[(#"PUMP HIGH SPEED [ PRINTER

[ TNDICATOR LIGHTS

[4FiME AND DATE

[4SIMULATOR TEMPERATURE (34°C 2 0.2°C) 3¢, 0 © ¢

[ACALIBRATION CHECK -
Run three tasts using a standard solution. All three tests must be within = 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solution belng used. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP)}

E!/wo% STANDARD MUST READ BETWEEN 0 095% and o 105% INCLUSIVE

(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE HEPORT)

TEST1 = «CF4 TEST2 .099 TEST3 ™ .09%F

[J PERFORM f.F.1, TEST {PRINTOUT ATTACHED)

mUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 3 [(0-04) _£&— [(os-09) B '(.10-.14) = i(.15-.19) J {Over .19) {

List any new parts and describe any alteration or modification that was made to restore the instrument to operate satisfactorily
and within established limits (use other side if necessary)

/M BTROMENT AeeIss Do M STRAMNIALDS

le7 # 0§00

INSPECTING OFFICER

SIGNATURE PRINT NAME
> S é{c’f/ﬂ LS37 Shannen Ole dsre
TYPE li FEAMIT NUMBEF/EXPIRATION DATE TELEFHONE NUMBER
72303585 t&/e2 /09 (523) 75/-3373
Lab.-11§

MO 580-1468 {8-94) AN EQUAL OPPORTUNHTY/AFFIRMATIVE ACTION EMPLOYER
eervided on a nandsriminatosy

4§




3101-138 STCMYSRO0OK CRIVE

RALEWGHE, NC. 27504
215.875.543¢

CERTIFICATE OF ANALYSIS

Random samples of lot number 88802 of Aleohol Certified Solution for
simulator were analyzed by an independent leboratory utilizing a gas

chromatograph and found to contain ,1209 gms/dl wit. /vol. ethy! alcohol.

The alcohol and distilled water used in the solution were found to be

free of any interfering substance.

When used in a calibrated simulator, operating at 34 ¢ +/-.2 ¢, this solution
will give an alcohol breath test instrument reading of ,308 percent BAC /- 2% or
002 BAC ( whichever is greater).

The expiration date for this lot number is Getober 3, 2610 at 11:59PM,

This document is & true representation of the original Certificate of Analysis.

L___,_(...g hﬁ;‘é DL A 247

Ceell B. Garner, President
Renlo Mﬁ?’keﬁﬁg, Ine,

Porez RC-01



FACE THIS SIDE DOWN - THIS EDGE IN FIRST FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster BAC DataMaster
Evidence Ticket Evidence Ticket
STATE OF MISSOURI <ol
MISSOURI STATE WATER PATROL MISSORT Sra e
BAC IRTAMASTER SERIAL NUMBER 938017 BAC DATAMASTER SERIAL NUMBER 958917
HEBE B3 06./B2./59
21106 i
- , TESTING DFFICER:
77 DIRGHOSTIC CHECK - BLEDSOE.SHAHNOH-D
an i , OFFICER 1.D.: 1237
COMPUTER: QKA FERMIT HUMBER: 72255
_— o EXPIRATION DETE: 1272789
PROGRAN: UKRY HISCELLANEOUS DRTR:
HEATERS - .
SAMPLE CHAMBER: 49c ~= SUPERVISOR HODE - |
_— BLANK TEST . 8E8 21136
FLOW DETECTOR: OKAY - THTERMAL STANDARD VERIFIED 21336
FHMP EYTERMAL STAMDARD . gg; gi H 3?
- ) ELAMK TEST . i3
HIGH SPEED: DKAY EXTERMAL STANDARD p99 21:37
I L BLANK TEST " pog 5113
| TRTRTOR: KA | EXTERHAL STANDARD 899 21:38
QUARTZ STANDARD: OKAY e
CHLIBRATION: OKAY A¥G. = 853

PRINTER TEST
PUBENE (b, #B123456789: 3 {=>7cHBCDEFG
HIJKLMHOPGRSTINUEYZEN T abodefahil ik Inho i
stz | 1ot |

OPERATOR SIGNATURE 5 ff aésr- /AT RATORSIGNATURE . BQ J;GL /237
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State of Missouri
DEPARTMENT OF HEALTH

SHANNON BLEDSOFE

is hereby authorized to instruct and supervise operators, train instructors, inspect,
callbrate, perform field repairs, and operate the folowing breath analyzer(s):

DATAMASTER

for the determination of the alcoholﬁi‘c‘éb‘ntgﬁt of blood from a sample of expired (alveolar)
alr. Issued under the provisions of sections §77.020 through 577.041, RSMo 1986,

bate . L2/27107 e B B e e loG L
Srrl . e o T Dlra’étorofSta!ePubﬂcHedthLabma_tofy' -
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